
Vermont Department of Heal th Labora to ry  

Toxicology Program 

195 Colchester Avenue, P.O. Box 1125, Burlington VT 05402-1125 
(ph) 802-863-7336; (fax) 802-863-7632 

C e r t i f i c a t e o f Ana lys i s o f D a t a M a s t e r C a l i b r a t i o n S o l u t i o n 

On 10/7/2009, an ethanol solution was prepared by Amanda Bolduc for use as a 
DataMaster Calibration solution. The solution was prepared per standard laboratory 
practice and assigned the lot number 10-12-100 and an expiration date of 10/7/2010. 

On 10/16/2009 and 10/26/2009, the solution was analyzed by Darcy Richardson and 
Amanda Bolduc. Analysis of the solution was performed using headspace gas 
chromatography. The instrument was calibrated on the day analyses were begun. It was 
found to have met required quality assurance performance specifications and was operating 
properly. Quality checks throughout the analytical process demonstrated that the instrument 
continued to operate properly. 

This solution is certified as presenting 0.099 g/210L simulated breath ethanol 
concentration and approved for use as a DataMaster Calibration solution. 

Dated at Burlington, Vermont on Wednesday, October 28, 2009. 

Ale 902 rev 0 (03/08) 



L o t # 10-12-100 

Prepared by 

Prepared on 

Expires on 

ALB 

10/7/2009 

10/7/2010 

Analyzed on 10/16/09 & 10/26/09 

analyzed by DMR and ALB 

0.1003 
0.0977 
0.0964 
0.0999 
0.0990 
0.0965 
0.0995 
0.1006 
0.1002 
0.1013 
0.1017 
0.1008 
0.1023 
0.1008 
0.0998 

0.001814 

0.0962 
0.0993 
0.0968 
0.0993 
0.0991 
0.0988 
0.0965 
0.1010 
0.1007 
0.1014 
0.0998 
0.0999 
0.1001 
0.1005 
0.0992 mean 

0.001662 std dev 

Target 0.099 
Std Dev 0.001738 



Chrom Perfect Calibration File 

File Name: 
Version: 

C:\Methods\BloodAicohol4.cal 

126 

Creator: 
Description: 
Reason for change: 

Internal standard calibration 
No injection volume correction 
No sample weight correction 
Area reject threshold: 
Reference peak area reject threshold: 
Amount units: 
No default component 

5000 
0 

Method of calculating data point averages: Equal weight for all updates 

No calibration update report 

All levels are normal data points. 

Ethanol 
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0.00 0.10 0.20 0.30 
Amount Ratio 

0.40 

2.396 minutes 
0.1 minutes 
7 (n-Propanol) 

0 

0 
0 
0 

Expected retention time: 
Search window: 
Internal standard component: 
No retention time reference component 
Group number: 

High alarm limit: 
Low alarm limit: 
Component constant: 

Single peak quantification by area 

Y = 2.538419 X + 0 

Linear fit with equal weighting, forced to origin 
Coefficient of determination: 0.9999722 
Average error: 1.205% 
Average CF: 2.060811 
RSD: 55.978% 

Level A m o u n t Response C a l Factor E r r o r , % A m o u n t Rafio 

1 0 (0) -- 0.000 0 

2 0.031 168080.2 5421942 5.569 0.031 

3 0.083 425657.3 5128402 0.3S0 0.083 

4 0.17 890600.6 5238827 0.024 0.17 

5 0.418 2113376 5055924 -0.050 0.418 

Response Ratio 

0 

8.307341E-02 

0.2114899 

0,4316364 

1.060532 

Source 

Manual ' 

CAAIcohol D a t a U l c 101509\Alc 101509.0003.BND 

C:\Alcohol DataVAIc 101509\Alc 101509.0OO4.BND 

CAAIcohol DataVAIc 101509\Alc 101509.0005.BND 

CAAIcohol DnttAAlc I 01509\Alc 101509.0006.BND 

Date and time 

4/11/2005 10:03:40 A M 

10/15/2009 4:00:16 P M 

10/15/2009 4:15:13 P M 

10/15/2009 4:30:16 P M 

10/15/2009 4:45:16 P M 

~ ~ Paqe 1 of 1 
Printed on 10/16/2009 11:30:31 AM 



Chrom Perfect Chromatogram Report 

1200 

1000 -j 

800 

600 -A 

400 

200 

OH 

1.0 

Format File Name 

1.5 2.0 

Alcohol4-JFH.met.FMT 
2.5 

Today's Date = 10/15/2009 
Bound File Name = A i d 01509.0034. RAW 
Sample Name = CCS 
Date Taken = 10/15/2009 11:45:47 PM 
Method file = BloodAlcohoW.met 
Calibration file = BloodAlcohoW.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

1 
2 
3 

2.40 
3.29 
3.80 

Ethanol 
t-Butanol 
n-Propanol 

3.0 3.5 4.0 4.5 

Today's Time = 11:45:48 PM 

VDH Headspace Alcohol 

Calibration Version = 126 

Area 

5.0 

Amount 
% WTA/OL 

423971 
1680890 
2020881 

0.0826 
1.0012 
1.0000 

Printed on 10/15/2009 11:45:48 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1200 -f 

1000 

800 

600 -

400 

200 H 

1.0 1.5 2.0 2.5 3.0 3.5 4.0 

Format File Name = Alcohol4-JFH.met.FMT 

Today's Date = 10/16/2009 
Bound File Name = A i d 01509.0035.RAW 
Sample Name = CCS 
Date Taken = 10/16/2009 12:00:48 AM 
Method file = BloodAlcohoW.met 
Calibration file = BloodAlcohoW.cal 

4.5 

Peak 
Number  

1 

2 
3 

Ret Time 
(min) 

Peak 
Name 

Today's Time = 12:00:51 AM 

VDH Headspace Alcohol 

Calibration Version = 126 

Area 

5.0 

% 
Amount 

WTA/OL 

2.40 
3.29 
3.80 

Ethanol 
t-Butanol 
n-Propanol 

434550 
1661069 
2001312 

0.0855 
0.9991 
1.0000 

Printed on 10/16/2009 12:00:52 AM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 -

800 H 

600-

400-

200-

+ z 

0 -

1.0 1.5 2.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 10/16/2009 
Bound File Name = Alc101509.0036.RAW 
Sample Name = 0.10 Cal DMR 
Date Taken = 10/16/2009 12:15:49 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 12:15:50 AM 

VDH Headspace Alcohol 

Calibration Version = 126 

Amount Headspace 
% WTA/OL Conversion 

1 
2 
3 

2.40 
3.29 
3.80 

Ethanol 
t-Butanol 
n-Propanol 

624734 
1651747 
2002005 

0.1229 
0.9931 
1.0000 

0.1003 
0.8106 
0.8162 

Printed on 10/16/2009 12:15:51 AM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000-

800 -\ 

600 -

400 H 

200-

o-T 

03 
CO 

1.0 1.5 2.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 10/16/2009 
Bound File Name = A i d 01509.0037.RAW 
Sample Name = 0.10 Cal DMR 
Date Taken = 10/16/2009 12:30:52 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak 
Number 

Ret Time 
(min) 

1 
2 
3 

2.40 
3.29 
3.80 

Peak 
Name 
Ethanol 
t-Butanol 
n-Propanol 

2.5 3.0 3.5 4.0 4.5 5.0 

Area 

Today's Time = 12:30:53 AM 

VDH Headspace Alcohol 

Calibration Version = 126 

Amount Headspace 
% WTA/OL Conversion 

610548 
1657683 
2009698 

0.1197 0.0977 
0.9929 0.8104 
1.0000 0.8162 

Printed on 10/16/2009 12:30:54 AM 
Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 -

800 H 

600 

400 

200 H 

S co 

1.0 1.5 2.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 10/16/2009 
Bound File Name = A i d 01509.0038.RAW 
Sample Name = 0.10 Cal DMR 
Date Taken = 10/16/2009 12:45:54 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

2.5 3.0 3.5 4.0 4.5 5.0 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 12:45:56 AM 

VDH Headspace Alcohol 

Calibration Version = 126 

Amount Headspace 
% WTA/OL Conversion 

1 2.40 Ethanol 598799 
2 3.29 t-Butanol 1641337 
3 3.80 n-Propanol 1996297 

0.1182 0.0964 
0.9897 0.8078 
1.0000 0.8162 

Printed on 10/16/2009 12:45:56 AM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000-

800 H 

600-

4 0 0 -

200 -

3 co 

1.0 

Format File Name 

1.5 2.0 

simsoln-JFH.met.FMT 

2.5 3.0 3.5 4.0 4.5 

Today's Date = 10/16/2009 
Bound File Name = Aid01509.0039.RAW 
Sample Name = 0.10 Cal DMR 
Date Taken = 10/16/2009 1:00:55 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

1 2.41 Ethanol 619787 
2 3.29 t-Butanol 1652378 
3 3.80 n-Propanol 1995219 

Today's Time = 1:00:57 AM 

VDH Headspace Alcohol 

Calibration Version = 126 

Amount Headspace 
% WTA/OL Conversion 

0.1224 0.0999 
0.9969 0.8137 
1.0000 0.8162 

Printed on 10/16/2009 1:00:57 AM Page 1 



Chrom Perfect Chromatogram Report 

1000 H 

800 -

600 H 

400 -

200 -

OH 

1.0 1.5 2.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 10/16/2009 
Bound File Name = A i d 01509.0040.RAW 
Sample Name = 0.10 Cal DMR 
Date Taken = 10/16/2009 1:15:56 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak 
Number 

Ret Time 
(min)_ 

Peak 
Name 

2.5 3.0 3.5 4.0 4.5 5.0 

Area 

"1 2.40 Ethanol 631146 
2 3.29 t-Butanol 1714934 
3 3.80 n-Propanol 2050433 

Today's Time = 1:16:02 AM 

VDH Headspace Alcohol 

Calibration Version = 126 

Amount 
% WTA/OL 

0.1213 
1.0068 
1.0000 

Headspace 
Conversbr^ 

0.0990 
0.8217 
0.8162 

Printed on 10/16/2009 1:16:02 AM 
Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 ~ 

800 

600 H 

4 0 0 -

200 -

oH 

1.0 1.5 2.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 10/16/2009 
Bound File Name = Aid01509.0041.RAW 
Sample Name = 0.10 Cal DMR 
Date Taken = 10/16/2009 1:30:57 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

2.5 3.0 3.5 4.0 4.5 

Area 

1 
2 
3 

2.40 
3.29 
3.80 

Ethanol 
t-Butanol 
n-Propanol 

618516 
1715634 
2059843 

Today's Time = 1:30:59 AM 

VDH Headspace Alcohol 

Calibration Version = 126 

Amount Headspace 
% WTA/OL Conversion 

0.1183 
1.0026 
1.0000 

0.0965 
0.8183 
0.8162 

Printed on 10/16/2009 1:30:59 AM Page 1 



Chrom Perfect Chromatogram Report 

1000 
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0 4 
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Format File Name 

1.5 2.0 

simsoln-JFH.met.FMT 
2.5 3.0 3.5 4.0 4.5 5.0 

Today's Date = 10/16/2009 
Bound File Name = A i d 01509.0042.RAW 
Sample Name = 0.10 Cal DMR 
Date Taken = 10/16/2009 1:45:56 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 1:45:58 AM 

VDH Headspace Alcohol 

Calibration Version = 126 

Amount Headspace 
% WTA/OL Conversion 

1 
2 
3 

2.40 
3.29 
3.80 

Ethanol 
t-Butanol 
n-Propanol 

634289 
1709357 
2050587 

0.1219 
1.0034 
1.0000 

0.0995 
0.8190 
0.8162 

Printed on 10/16/2009 1:45:58 AM 
Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 H 

800 

600 H 

400 

200 H 

1.0 

Format File Name 

1.5 2.0 

simsoln-JFH.met.FMT 
2.5 3.0 3.5 4.0 4.5 5.0 

Today's Date = 10/16/2009 
Bound File Name = A i d 01509.0043.RAW 
Sample Name = 0.10 Cal ALB 
Date Taken = 10/16/2009 2:01:10 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 2:01:13 AM 

VDH Headspace Alcohol 

Calibration Version = 126 

Amount Headspace 
% WTA/OL Conversion 

1 
2 
3 

2.41 Ethanol 
3.29 t-Butanol 
3.80 n-Propanol 

640139 
1695666 
2046848 

0.1232 
0.9972 
1.0000 

0.1006 
0.8139 
0.8162 

Printed on 10/16/2009 2:01:13 AM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 -\ 
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600 H 

400 -

200 -

1.0 

Format File Name ; 

1.5 2.0 

simsoln-JFH.met.FMT 

Today's Date = 10/16/2009 
Bound File Name = A i d 01509.0044.RAW 
Sample Name = 0.10 Cal ALB 
Date Taken = 10/16/2009 2:16:11 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

2.5 3.0 3.5 4.0 4.5 

Area 

1 2.40 Ethanol 621038 
2 3.29 t-Butanol 1642182 
3 3.80 n-Propanol 1992691 

Today's Time = 2:16:16 AM 

VDH Headspace Alcohol 

Calibration Version = 126 

Amount Headspace 
% WTA/OL Conversion 

0.1228 0.1002 
0.9920 0.8097 
1.0000 0.8162 

5.0 

Printed on 10/16/2009 2:16:16 AM 
Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000-

800 H 

600 

400 

200 H 

1.0 

Format File Name : 

1.5 2.0 

simsoln-JFH.met.FMT 

2.5 3.0 3.5 4.0 4.5 

Today's Date = 10/16/2009 
Bound File Name = A i d 01509.0045.RAW 
Sample Name = 0.10 Cal ALB 
Date Taken = 10/16/2009 2:31:00 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Today's Time = 2:31:07 AM 

VDH Headspace Alcohol 

Calibration Version = 126 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area Amount 
% WTA/OL 

Headspace 
Conversion 

1 
2 
3 

2.40 
3.29 
3.80 

Ethanol 
t-Butanol 
n-Propanol 

631426 
1659524 
2005072 

0.1241 
0.9963 
1.0000 

0.1013 
0.8132 
0.8162 

Printed on 10/16/2009 2:31:07 AM 



Chrom Perfect Chromatogram Report 

o 

S 
1000 -

800 -

600 
•n 

4 0 0 -

• 
- 

2.
41

 

\ 

200 -

- 
IN

T
+

 
S

B
N

 . I 
0 -

- I 

1.0 

Format File Name 

1.5 2.0 

simsoln-JFH.met.FMT 
2.5 3.0 3.5 4.0 4.5 5.0 

Today's Date = 10/16/2009 
Bound File Name = Alc101509.0046.RAW 
Sample Name = 0.10 Cal ALB 
Date Taken = 10/16/2009 2:46:01 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

1 
2 
3 

2.41 
3.29 
3.80 

Ethanol 
t-Butanol 
n-Propanol 

623724 
1620508 
1971544 

Today's Time = 2:46:04 AM 

VDH Headspace Alcohol 

Calibration Version = 126 

Amount Headspace 
% WTA/OL Conversion 

~' 0.1246 0.1017 
0.9894 0.8075 
1.0000 0.8162 

Printed on 10/16/2009 2:46:04 AM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000-

800 -

600 H 

400 H 

200 

0 -

t= DQ 

? co 

1.0 1.5 2.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 10/16/2009 
Bound File Name = A i d 01509.0047.RAW 
Sample Name = 0.10 Cal ALB 
Date Taken = 10/16/2009 3:01:03 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

2.5 3.5 4.0 4.5 5.0 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

1 2.40 Ethanol 616464 
2 3.29 t-Butanol 1627550 
3 3.80 n-Propanol 1967310 

Today's Time = 3:01:11 AM 

VDH Headspace Alcohol 

Calibration Version = 126 

Amount Headspace 
% WTA/OL Conversion 

0.1234 
0.9958 
1.0000 

0.1008 
0.8128 
0.8162 

Printed on 10/16/2009 3:01:11 AM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 H 
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600 H 

400 H 

200 H 

OH 

9. 

z 
CQ 
co 

1.0 

Format File Name 

1.5 2.0 

simsoln-JFH.met.FMT 

2.5 3.5, 4.0 4.5 5.0 

Today's Date = 10/16/2009 
Bound File Name = Alc101509.0048.RAW 
Sample Name = 0.10 Cal ALB 
Date Taken = 10/16/2009 3:16:04 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 3:16:11 AM 

VDH Headspace Alcohol 

Calibration Version = 126 

Amount Headspace 
% WTA/OL Conversion 

1 2.40 Ethanol 643303 
2 3.29 t-Butanol 1687354 
3 3.80 n-Propanol 2021523 

0.1254 
1.0047 
1.0000 

0.1023 
0.8201 
0.8162 

Printed on 10/16/2009 3:16:12 AM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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1.0 1.5 2.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 10/16/2009 
Bound File Name = Alc101509.0049.RAW 
Sample Name = 0.10 Cal ALB 
Date Taken = 10/16/2009 3:31:07 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

2.5 3.0 3.5 4.0 4.5 5.0 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

1 
2 
3 

2.41 
3.29 
3.80 

Ethanol 
t-Butanol 
n-Propanol 

636528 
1693288 
2030378 

Today's Time = 3:31:12 AM 

VDH Headspace Alcohol . 

Calibration Version = 126 

Amount Headspace 
% WTA/OL Conversion 

0.1235 0.1008 
1.0039 0.8194 
1.0000 0.8162 

Printed on 10/16/2009 3:31:13 AM 
Page 1 of 1 



Chrom Perfect Chromatogram Report 
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600 H 
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1.0 1.5 2.0 

Format File Name = Alcohol4-JFH.met.FMT 

Today's Date = 10/16/2009 
Bound File Name = Alc101509.0050.RAW 
Sample Name = CCS 
Date Taken = 10/16/2009 3:46:06 AM 
Method file = BloodAlcohoW.met 
Calibration file = BloodAlcohoW.cal 

2.5 

Peak Ret Time 
Number (min) 

Peak 
Name 

1 
2 
3 

2.40 
3.29 
3.80 

3.0 3.5 4.0 

Today's Time = 3:46:07 AM 

VDH Headspace Alcohol 

Calibration Version = 126 

Area 

Ethanol 
t-Butanol 
n-Propanol 

420326 
1679469 
2017998 

4.5 5.0 

Amount 

0.0821 
1.0018 
1.0000 

Printed on 10/16/2009 3:46:08 AM Page 1 of 1 



Chrom Perfect Calibration File 

File Name: 
Version: 

C :\Methods\BloodAlcohol4.cal 
132 

Creator: 
Description: 
Reason for change: 

Internal standard calibration 
No injection volume correction 
No sample weight correction 
Area reject threshold: 
Reference peak area reject threshold: 
Amount units: 
No default component 

5000 
0 

Method of calculating data point averages: Equal weight for all updates 
No calibration update report 

Al l levels are normal data points. 

Ethanol 

(0 

(0 

0.00 0.10 0.20 0.30 
Amount Ratio 

0.40 

Expected retention time: 
Search window: 
Internal standard component: 
No retention time reference component 
Group number: 

High alarm limit: 
Low alarm limit: 
Component constant: 

Single peak quantification by area 

Y = 2.603315 X + 0 

Linear fit with equal weighting, forced to origin 
Coefficient of determination: 0.999983 

2.397 minutes 
0.1 minutes 
7 (n-Propanol) 

0 

0 
0 
0 

Average error: 
Average CF: 
RSD: 

0.589% 
2.092837 
55.911% 

Leve l A m o u n t Response C a l Fac tor E r r o r , % A m o u n t Rat io Response Rat io 

1 0 (0) -- 0.000 0 0 

2 0.031 174078.1 5615423 1.779 0.031 8.213831E-02 

3 0.083 462500 5572290 -0.390 0.083 0.2152332 

4 0.17 982363.6 5778610 0.673 0.17 0.44554 

5 0.418 2384718 5705067 -0.106 0.418 1.087036 

Source 

Manual 

C:\Alcohol Data\alc 101909\alcl01909.0003.BND 

C:\Alcohol Data\alc 101909\aic 101909.0004.BND 

C:\Alcohol Data\alc 101909\alc 101909.0005.BND 

C:\AlcoholData\a lc l01909\alc l01909.0006.BND 

Date and time 

4/11/2005 10:03:40 A M 

10/19/2009 11:14:02 A M 

10/19/2009 11:29:01 A M 

10/19/2009 11:44:07 A M 

10/19/2009 11:59:06 A M 

Printed on 10/26/2009 11:41:35 AM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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Format File Name 

1.5 2.0 

Alcohol4-JFH.met.FMT 
2.5 

Today's Date = 10/26/2009 
Bound File Name = Sim102609.0001.RAW 
Sample Name = CCS 
Date Taken = 10/26/2009 12:20:10 PM 
Method file = BloodAlcohoW.met 
Calibration file = BloodAlcohoW.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

3.0 3.5 4.0 4.5 

Today's Time = 12:20:12 PM 

VDH Headspace Alcohol 

Calibration Version = 132 

Area 

5.0 

Amount 
% WTA/OL 

2 
3 
4 

2.46 
3.34 
3.84 

Ethanol 
t-Butanol 
n-Propanol 

394003 
1440618 
1779343 

0.0851 
1.0020 
1.0000 

Printed on 10/26/2009 12:20:13 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1200 H 
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1.0 

Format File Name 

1.5 2.0 

Alcohol4-JFH.met.FMT 
2.5 3.0 3.5 4.0 4.5 

Today's Date = 10/26/2009 
Bound File Name = Sim102609.0002.RAW 
Sample Name = CCS 
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